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Abstract
This chapter evaluated the influence of laser texturing process on the tribological behav-
ior of the ISO 5832-1 austenitic stainless steel (SS). The friction coefficient and wear were 
determined using ball-cratering wear tests. The laser texturing process was carried 
out with a nanosecond optical fiber ytterbium laser at four different pulse frequencies. 
Cytotoxicity tests were carried out to determine if laser texturing affects the biomate-
rial biocompatibility. For comparison reasons, pristine surfaces were also evaluated. The 
results indicated that the wear volume and friction coefficient were reduced after laser 
texturing. The samples were considered noncytotoxic according to the biocompatibility 
tests as the laser texturing process did not decrease cell’s viability.
Keywords: biomaterials, cytotoxicity, laser texturing, stainless steel, tribology
1. Introduction
Implantable medical devices used in mobile joints of the human body as well as for den-
tal purposes require biocompatibility with the surrounding tissues and organs, mechanical 
strength, and corrosion resistance. The body fluids constitute a hostile environment for the 
implant, which is also subjected to various loads. The implant can release particles due to cor-
rosion, corrosion associated with fatigue, and even friction against implantable components, 
bones, or other body parts. By coming into contact with the body fluids, these particles can 
be placed in locations far from the removed source causing complications to the patients. 
© 2018 The Author(s). Licensee IntechOpen. This chapter is distributed under the t rms of the Crea ive
Comm ns Attribution Lic nse (http://creativecommons.org/licenses/by/3.0), which permits unrestricted use,
distribution, and reproduction in any medium, provided the original work is properly cited.
Okasaki [1] evaluated the properties of metallic biomaterials with regard to the effect of 
 friction on anodic polarization. He observed that corrosion was accelerated in the frictional 
environment with respect to static conditions. This effect was due to the formation of anodic 
areas in the stressed regions under friction whereas its periphery is cathodic.
Metallic particles released from the corrosion process may move passively, through tissue 
and/or circulatory system or can be transported in an active way when metabolized by macro-
phages [2]. In either case, this mass transport may lead to debris accumulation in surrounding 
tissues or even remote sites where they can participate in undesirable biological reactions, 
compromising biomaterial’s biocompatibility.
Interaction between metallic implants and the human body can be affected by numerous fac-
tors such as the structure of the metal surface, its mechanical properties, size, and shape. 
When in contact with the body tissues after implantation, metallic devices affect the intensity 
of stresses to which the whole human body is subjected as well the implant itself. Wear and 
corrosion processes are additional effects arising from the interaction between metallic bio-
materials and the body tissues [3].
The orthopaedic implants are projected and manufactured so that when used under the con-
ditions and for the purposes designed, without compromising the clinical condition or the 
safety of patients. Any risks that may be associated with the implants use are acceptable when 
compared to benefits for the patients [2, 3].
The alloy described in part 1 of ISO 5832 [4] (ASTM F138/ASTM F139) is an austenitic stain-
less steel. It is one of the metallic materials most used in Brazil for manufacturing implants, 
because of its suitable mechanical strength, reasonable corrosion resistance, and low cost [5–8]. 
Stainless steel implantable medical devices are used as permanent or temporary implants 
to help bone healing. The laser texturing process is used to modify the biomaterial surface 
roughness and hardness.
The microscale abrasion test (or ball-cratering wear test) is a practical method to analyze the 
wear resistance of materials [8–11]. The ball-cratering wear test has gained large acceptance at 
universities and research centers and is widely used in studies focusing on the abrasive wear 
behavior of different materials [12–16]. Figure 1 presents a schematic diagram of the principle 
of this wear test, where a rotating ball is forced against the specimen being tested and an 
Figure 1. Schematic representation of the operating principle of ball-cratering wear test.
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electrolyte is supplied between the ball and the specimen during the experiments. The aim of 
the ball-cratering wear test is to generate “wear craters” on the specimen surfaces. The wear 
volume (V) may be determined as a function of b, using Eq. (1) [12], where b is the wear crater 
diameter and R is the ball radius.
  V ≅  π  b 4  ____64R for b < < R (1)
Wear tests conducted under the ball-cratering technique present advantages in relation to 
other types of tests, because it can be performed with normal forces (N) and rotations of the 
sphere (n) relatively low (N < 0.5 N and n < 80 rpm) [17–21]. Tests in micro- and nanotribom-
eters are used to investigate small regions and thin layers of different surfaces [22, 23].
The aim of this work was to evaluate the cytotoxicity and the tribological behavior of ISO 
5832-1 austenitic stainless steel (SS) textured by Yb optical fiber laser, varying its pulse fre-
quency, using two ball-cratering wear methods.
2. Experimental
2.1. Material and sample preparation
The material employed in the present work was a round bar (15 mm diameter) of the ISO 
5832-1 austenitic stainless steel (chemical composition in wt%: 0.023 C, 0.78 Si, 2.09 Mn, 
0.026 P, 0.0003 S, 18.32 Cr, 2.59 Mo, 14.33 Ni, and Fe balance). Specimens were treated with a 
nanosecond ytterbium (Yb) optical fiber laser at four different pulse frequencies, as shown in 
Table 1. A pulsed Nd: YAG laser (TRUMARK 5050™) was operated at a wavelength of 1062 ± 
3 nm, with a laser average power of 50 W and a scanning speed of 200 mm s−1. Figure 2 shows 
the surface finish of the laser-textured specimens.
2.2. Ball-cratering wear test
An instrument with free-ball configuration was used for the sliding wear tests. Two load cells 
were used in the ball-cratering apparatus: one load cell to control the normal force (N) and one 
load cell to measure the tangential force (T) developed during the experiments. “Normal” and 
“tangential” load cells had a maximum capacity of 50 N and an accuracy of 0.001 N. The values 
of “N” and “T” were registered by a readout system. Table 2 presents the test conditions selected 
for the experiments conducted in this work. Balls for the ball-cratering wear test were made of 
AISI 316L stainless steel, with a diameter of D = 25.4 mm (D = 1″). A phosphate buffer solution 
(PBS), with chemical composition (g/l): 8.0 NaCl, 0.2 KCl, 1.15 Na2HPO4, 0.2 KH2PO4, with a pH value of 7.4 and a conductivity of 15.35 mS was dropped between the ball and the specimen.
Specimens 1 2 3 4
Frequencies (kHz) 80 188 296 350
Table 1. Frequencies used for ytterbium optical fiber laser treatment.
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The values of normal force (N) were defined as a function of the density (ρ) of the ball material 
(AISI 316 L SS): ρ316L = 8 g ·cm−1.
The tests were conducted at t = 10 min. The sliding distance (S) was calculated based on the 
values of v = 0.1 m·s−1 and t = 10 min (t = 600 s) and was equal to 60 m.
All experiments were conducted without interruption, and the PBS solution was continuously 
agitated and fed between the ball and the specimen under a frequency of 1 drop/2 s. Both the 
normal force (N) and the tangential force (T) were monitored and registered constantly. Then, 
the friction coefficient (μ) was determined using Eq. 2:
  μ =  T __ 
N
(2)
2.3. Nanotribometer
The tribological behavior of the ISO 5832-1 austenitic stainless steel was also assessed by wear 
tests conducted in a nanotribometer (Anton Paar—model NTR2). The tests were performed in 
the air, at 25°C, with counterbody of chrome steel 52–100 rotating ball shape, 2 mm in diam-
eter, during 10 min, with normal force of 100.0 mN, distance equivalent to 2.4 m, and a scan 
speed of 4.0 cm.s−1. Both laser-textured and pristine materials were evaluated.
2.4. Microhardness (HV)
Vickers microhardness analyses were performed in a microdurometer coupled with optical 
microscope, Fisherscope HM 2000. The hardness values refer to the average of five measure-
ments at a distance of 50 μm between each indentation, and applied load of 25.0 mN·0−1, for 
surfaces treated with laser and also for the untreated stainless steel specimens.
Figure 2. ISO 5832-1 austenitic stainless steel textured by ytterbium optical fiber laser.
Test condition
(N) Normal force (N)—ball of AISI 316 L SS 0.25
(S) Sliding distance—(m) 8.0
(n) Ball rotational speed—(rpm) 50
(v) Tangential sliding velocity—(m/s) 0.1
(t) Test duration—(min) 10
Table 2. Test conditions selected for the ball-cratering wear experiments.
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2.5. Roughness analysis
A LEXT OLS 4100 confocal laser scanning microscope (Olympus, TM) was used in order to 
obtain the surface roughness of the laser-textured and untreated samples with a higher defini-
tion quality in the topographic analysis. The values are expressed as the mean roughness Ra.
2.6. Cytotoxicity analysis
Cytotoxicity was assessed by quantitative methodology. The test is based on the determina-
tion of viable cells after exposure of the cell population to the extract obtained from incubation 
of the samples in cell culture medium RPMI (Gibco®) supplemented with serum bovine fetal 
10% and antibiotic/antimycotic (solution Gibco®) 1% at 37°C for 9 days under constant gentle 
stirring. The long period use was chosen to mimic if the samples were implanted. The treated 
surface was carefully immersed in cell culture medium to evaluate if there was debris released 
from the samples that can lead to a cytotoxicity effect. The extract of each sample were used to 
cultivate on a cell monolayer, CHO (Chinese Hamster Ovarian) cell line for 24 hours.
The analysis of the number of viable cells was performed by the colorimetric method for 
the metabolization of supravital dye, MTS, and the electron coupling agent, PMS (Promega®) 
were used as the supplier instructions, and subsequently reading in a spectrophotometer at 
490 nm. The amount of dye metabolized by the cell population is directly proportional to the 
number of viable cells on the plate.
3. Results and discussion
3.1. Wear volume analysis
The environment of implants usually induces wear deriving from the contact between the 
biomaterial and surrounding tissues, so that when manufacturing an implant, one has to 
choose a suitable area for laser treatment. Figure 3 shows this biomaterial surface without 
texturizations (blank).
Figure 4 presents the wear volumes (V) for the untreated and laser-textured samples after 
the ball-cratering wear tests. These values were determined according to Eq. (1). It is possible 
to observe that the wear volume decreased for the laser-textured specimens with respect to 
the untreated steel. This fact is likely to be associated with an increase in the surface hard-
ness after laser texturing. As shown in Table 3, the microhardness of the laser-textured sam-
ples was higher than that of the untreated material. The highest values of wear volume were 
obtained for the untreated specimens. The wear resistance of the laser-textured surfaces was 
superior to that of the pristine material. Similar results were reported by Cozza et al. [13] 
using the same test for a different tribological system.
Microstructural and topographic modifications due to changes in some parameters of the 
laser beam were identified by Lima et al. [24]. They used a Q-switched Nd: YAG laser with 
different pulse frequencies. Similarly, they performed texturing treatment that consisted of 
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juxtaposed lines on the surface of the AISI M2 tool steel. Changes in beam energies and inten-
sities were observed. All conditions used produced metal fusion. They noticed that there was 
little roughness for the low intensities generated by the laser beam; however, there were “cra-
ters”, that is, regions with high roughness at the higher intensities.
Allsopp and Hutchings [25] have suggested that surface roughness is interesting for improv-
ing adhesion between coatings and metallic alloys, and can be produced and controlled by 
laser beam. This effect is desirable on some biomaterials’ surfaces for permanent fixture medi-
cal devices. The values of Ra shown in Table 3 reveal that the average roughness increased 
after laser texturing, scaling up with the pulse frequency.
Specimens Blank 1 2 3 4
Microhardness (HV) 199.3 204.3 215.4 226.1 239.9
Ra (μm) 0.2 1.5 5.2 9.2 11.5
Table 3. Microhardness and roughness values for the untreated and laser-textured samples.
Figure 4. Wear volumes of the untreated and laser-textured surface determined after the ball-cratering wear tests.
Figure 3. Wear test conducted on the ISO 5832-1 SS without laser treatment. Ball of AISI 316 L SS.
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3.2. Friction coefficient
Because wear is a surface phenomenon that occurs at the interface between the asperities of 
the surfaces in contact, biotribology results are strongly influenced by the surface finish pro-
duced by the laser beam texturing.
Considering the ball-cratering wear test, the highest value of the friction coefficient was obtained 
for the untreated surface as shown in Figure 5. The laser-textured specimens presented lower 
friction coefficient. The lowest value was observed for specimen 3. There was no apparent 
relationship between the friction coefficient and the laser pulse frequency. Notwithstanding, 
it is possible to infer that the hardness increase can be related to this effect. Surface roughness, 
in turn, did not increase the friction coefficient, being the hardness effect more prominent to 
the friction characteristics of the treated surface. Values of such magnitudes were reported in 
literature [25–28], with the same type of test under different tribological systems.
In the biomaterials’ field for implantable medical or dental devices, tribological assays are of 
great value in providing an estimate of the normal, tangential, and frictional forces in relation 
to the volume of material that can be detached from the surface, migration, and accommoda-
tion of some particles.
This work also analyzed the evolution of the friction coefficient by nanotribometer wear tests 
of the surfaces of these biomaterials with laser texturing treatment. The results obtained are 
presented in Figure 6, and are compared with the blank specimen (without treatment).
No direct relationship between wear volume and friction coefficient was observed; i.e., the high-
est value of wear volume was not related to the higher value of coefficient of friction [25–28].
The variation of the friction coefficient with the test time is shown in Figure 6 for the laser-tex-
tured and untreated samples. These results were obtained by means of the wear tests conducted 
in the nanotribometer. For the laser-textured surfaces, the values of friction coefficient were lower 
than those obtained for untreated surface, confirming the results of the ball- cratering wear test.
For the laser-textured surfaces, Figure 6, the values of friction coefficient obtained were lower 
than those obtained in the samples without treatment by the laser beam (blank).
Figure 5. Friction coefficient obtained by the ball-cratering wear test for untreated and textured specimens.
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The friction coefficient values for the untreated specimen showed a rapid increase in the 
beginning of the test (running-in), and practically stabilized around values close to μ = 0.5 
as the surface becomes less rough. In the case of the laser-textured samples, the friction coef-
ficient decreases up to 100 s, reaching a stabilization period up to the end of the test. For sam-
ple 2, the friction coefficient initially presented gradual increase up to 500 s reaching 0.35 and 
then drops to less than 0.2 at the end of the test. Sample 3 showed a tendency of continuous 
increment of the friction coefficient with time. For sample 4, in turn, it remained practically 
constant and at lower than that of the other conditions.
The effect of the variation of the coefficient of friction as a function of the test time was studied 
by Huang et al. [29]. They verified some tribological properties of Ti-6Al-4 V alloys with and 
without coating (“laser clad”), for a period of 3500 s in different rotation frequencies, and at 
the end of the tests, they verified that the coefficient of friction for the coatings was always 
inferior to the substrate.
3.3. Cytotoxicity analysis
The results presented in Figure 7 indicate that the austenitic ISO 5832-1 SS exhibited cytotoxic 
behavior similar to the negative control, that is, it shows no cytotoxicity. This is indicated 
by the cell viability curve for the laser-treated samples above the level IC50% of cytotoxicity. 
Table 4 shows the pH of the extracts at a concentration of 100%.
The cytotoxicity of the ISO 5832-1 stainless steel was evaluated in the present study according 
to ISO 10993-5 [30]. The absence of cytotoxicity is desired for stainless steels for medical and 
dental applications [31]. The slight decrease in the cell viability for the laser-treated samples 
Figure 6. Variation of friction coefficient as a function of the test time for the laser-textured and -untreated specimens.
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is explained by its susceptibility to localized corrosion [5, 6, 32, 33]. According to Pieretti 
and Costa [5], the laser process affects the corrosion resistance of the laser-treated stainless 
steel biomaterials, producing a less protective passive film with areas prone to its breakdown, 
although the samples are not considered cytotoxic.
Studies on the biomaterials tribological behavior are important because they reveal unique 
aspects about the surface wear mechanisms [34]. The knowledge of wear response contrib-
utes to the understanding of other surface phenomena, which can occur simultaneously and 
potentiate one another, such as the phenomenon of corrosion.
The occurrence of both concomitantly can lead to acceleration of particle detachment, includ-
ing nonmetallic inclusions that may be housed under biomaterial surface [35], and these may 
come into contact with the bloodstream and lodge in any part of the human body causing, 
many times, harm to the patients.
Figure 7. Cell viability as a function of the extract concentration of the laser-textured and untreated samples.
Extracts pH
Control (Pure Ti) 7.50
ISO 5832-1 SS treated by laser 7.88
Table 4. Values of pH for the extracts at a concentration of 100%.
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4. Conclusions
In this work, surface texturing of ISO 5832-1 stainless steel samples was carried out using an 
optical fiber Yb laser. The effect of the laser pulse frequency on the tribological behavior of the 
treated steel was evaluated by ball-cratering wear tests and sliding wear tests using a nano-
tribometer. The wear volume determined from the ball-cratering wear test points out that 
the laser-textured surfaces were more resistant to wear, presenting lower wear volumes than 
the untreated material. The friction coefficient decreased after laser texturing likely due to the 
increased surface hardness of the laser-treated samples as revealed by Vickers microhardness 
measurements. This effect was observed for the wear tests conducted with the ball-cratering 
apparatus and the nanotribometer. The laser texturing process did not impart any cytotoxic-
ity to the ISO 5832-1 samples, preserving the biocompatibility of the pristine surface.
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